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PRODUCT
 (Sterile Disposable scalpel ) SS Blade fi�ed on 

plas�c handle with guard.
MATERIALS USED:
-  Stainless Steel, ABS Plas�c & PP
INDICATIONS : 
- Dissec�on Incision.
-  Removal of extra �ssue from opera�ng area.
CONTRAINDICATIONS:
- Re-use of blades can work as carrier for 

communicable disease to  pa�ent and /or user.
-  Device should not be used a�er expiry date.
INSTRUCTIONS FOR USE :
-  Select proper type and size of Disposable scalpel as 

per the sight. always use bigger size for thick �ssue.
-  A�er selec�on clean the sight with proper 

disinfectant as per hospital protocol.
-  Inspect package of blade if intact then remove 

blade from package.
-  Incision has to place as per the desired length 

preferably measured and marked.
CAUTION / WARNINGS:
-  Re-use may cause serious health deteriora�on.
-  The product should be used only by a qualified 

surgeon or paramedic.
-  Before use always check integrity of product and 

packing along with expiry date.
For single use only. 
-  Use product immediately a�er opening the pack
-  DISPOSAFE DISCLAIMS ANY RESPONSIBILITY FOR 

POSSIBLE CONSEQUENCES RESULTING FROM 
IMPROPER USE.

-  DISPOSAFE do not hold any responsibility if device 

REF Reference  No

MD Medical Device

Not For General Waste 

re-used or re-sterile.
-  Sterility of product is guaranteed if packaging is not 

damaged.
STORAGE CONDITION:
-  Keep away from direct sun light.
-  Keep away from rain
-  Storage temperature should be 10 to 45 degree 

celcius.
-  Humidity of storage area should be RH 35% to 65 %.
DISPOSAL OF USED POUCH AND BLADES:
-   A�er using blade pieces and pouches shall be 

disposed off in compliance with the local regulatory 
requirements of handling medical use. 

PRECAUTIONS:
-  Always open the pouch from peel apart direc�on to 

avoid injury.
-  Devices are extremely sharp, use carefully while 

handling.
-  Care must be taken so that the pouch is not opened 

in an unsterile area otherwise the blade which  h a s 
already been sterilized by    E O  S t e r i l i z a � o n  w i l l 
become unsterile. Proper procedure must  be used 
as applicable for handling any sterile product.

-  Care must be taken during of device to avoid any 
contact or injury due to the sharp nature of the 
device.

 -  I n case of changes in the performance of device for 
intended use replace the defec�ve device by new to 
full fill the required applica�on.
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STERILE DISPOSABLE SCALPEL Surgical Blade Fi�ed On A Plas�c Handle With Guard

Sterilize using ethylene oxide
Single Sterile Barrier System

STERILE EO

10°C

45°C


	Page 1

